[Estimation of blood sugar levels with dipsticks].
The purpose of the study was to compare the blood glucose measurement by spectrophotometry with blood glucose estimation by reflectometry. The results show that reflectometry is a quite, simple, rapid and reliable method, which can be used by anaesthesiologist in operating theatre, recovery room and intensive care units especially in paediatric practice.